A . MISSOURE DEPARTMENT OF HEALTH AND SENIOR SERVICES

£} STATE PUBLIC HEALTH LABORATORY R E CE i VE D

/BREATH ALCOHOIL PROGRAM
“ INTOX DMT MAINTENANCE REPORT By Carol Day at 11:23 am, Nov 17, 2015

Complete this report at the time of the regutar manthly preventive maintenance check (not to exceed 35 days).
Complete this report whenever the instrument is serviced or repaired and whenever itis placed into sewvice.
Retain the original and send a copy within 15 days to the Breath Alcoho! Program, DHSS.

IHTOX OMT 5H HAME CF AGENCY DATE OF HiSPECTICH
500102 Missouri Slate Highway Patrol 11/08/2015

L CCATEORN O INSTRUMENT (STREET AMD CITY) TIME GF INSFECTION
Cuba Police Department Cuba, Missourl 01:22:42

CHECKLIST: Place a mark in the box by each item if found to be satisfactery of is operating within established limits. (Write in observed
values where determined). Unmarked items must be corrected before using instrument.

DIAGNOSTIC RECORD

DATE AND TIME __11/08/2015 01:23:44 Xl DETECTOR

& PROGRAM FILTER 1

SAMPLE CHAMBER 48.8°C Kl FUTER?Z

Xl BREATH TUBE 47.3°C K} FILTER3

X FUMP Kl INTERNAL STANDARD
BREATH ANALYZER ACCURACY STANDARDS

{7 SIMULATOR STANDARD €l COMPRESSED ETHANOL-GAS MIXTURE
Kl STANDARD SUPPLIER_INTOXIMETERS LOT # _AG516801 EXP DATE 06/17/201/
[ SIMULATOR TEMP {34°C £ 0.2°C) SIMULATOR SN SIMULATOR EXP DATE

B3 CALIBRATION CHECK - (ONLY ONE STANDARD 1S TO BE USED PER MAINTENANCE REPORT)
Run three tests using a standard. All three tests must bs within £5% of the standard value and must have a spread

of 005 or less. Mark the box corresponding to the standard being used.
Bl 0.10% STANDARD - MUST READ BETWEEN 0.085% AND 0.105% INCLUSIVE

1 0.08% STANDARD - MUST READ BETWEEN 0.076% AND 0.084% INCLUSIVE
O 0.04% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE
TEST 1 0.099 TEST 2: 0.099 TEST 3: 0.099

Kl PERFORMR.Fi TEST
INDICATE THE NUMBER OF BREATH TESTS 1N THE FOLLOWING RANGES SINCE THE LAST MAINTENANCE REPORT:

REFUSALS: O 0-.04: 0 05-.09: 2 A0-14: 4 l 15-19° 3 OVER 19: 0
U551 ALY NEWY PARTS AND DESCAIBE Aty ALTERAT.CH CR MODIFCATICN TAAT WAS 1ADE T3 RESTCRE THE INSTRUMENRT TO CPERATE SATISFACTORLY ALD AITHIL
ESFABLISHED LIMIS (Gof OTHER SI0E 1 NECFSSARY

FRMT FULY MNAL

DANIAL E DICUS

BT L EUIRATOH TATE MELED - HE HLNEER

240181 041222016 573-368-2345

RETURM COMPLETED REPORT 7O THE Ereath Alcehol Pragram. MO Depariment of Health and Senior Sernces
Southeast District Office
TRTE fames Sl Poplar Bloff MO 83601




Airgas USALLC (LAB)
3500 Bernard Strest

St Leuis, Mo, 63103
Ph: {(314) 533-3100
Fax: {314} 533-7328

Certificate of Analysis

Customer Name Test Date: 47-Jun-2015
Intoximeters, Inc.

2081 Craig Road
St. Louis, Mo 63145

Lot # AG516801

Exp. Date Cyi. Type Component Certified Concentration
17-Jun-2017 108 Ethanol 0.100 & 2% BrAC (260 ppm)
Nitrogen Balance

Certification Traceable 1o N...8.T. RGM Ethanol Standards:

Seriat No, Coneentration Sorial No, Concentration
EB0010581 391.8 ppm EBOO10603 392.5 ppm
EB0010570 259.8 ppm EB001055% 258.9 ppm
EB0010285 209.0 ppm ERB0010595 203.9 ppm
EB0010561 103.7 ppm EBOG10562 104.9 ppm
EB0010681 52,22 ppm EB0010579 52,94 ppm
Analytical Method: NDIR

Digit sié;nedb Quality Cantrol
Dale: 2015.08.17 15:18:11 -a580

Reason: as slandand cerlification ot =
analhu:?ﬁ?r‘ggas USALLE ﬁim of anehisis Analyst: M %’w@

Rod Marsala

IS0 17025:2005 A2LA accredifed. Certificate Number 258%.01
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DEPARTMENT OF HEALTH AND SENIOR SERVICES
BREATH ALCOHOL PROGRAM

|

YP I
DANIAL E DICUS

15 hereby authorized to instruct and supervise operators, train instructors, inspect, calibrade, porlonn fick] service and repairs,
and operale the lollowing breath analyzer(s):

DATAMASTER, INTOX DMT

for the determinalion of the alcohotic content of bloed from a sampie of expired air, Permit issued under the pravisions of seclions
577.020 through 577.041. RSMo and 306,111 through 306.119 RSMo.

STATE OF MISSOURI <

et 7' 3
} .
PR P .
ODATE  4/22/2014 LA Se =
TRECTOR OF STATE PLUBLIC (EALT LABORATORY
NUMBER 240161 ' , o Coh [
! '/}\n_u&’. \\Jll‘i'\(i‘ -k. < F

EXPIRES 4/22/20106 /
JIRECTOR CF 2EPARTIEMT OF EALT § aMD SEMIOR SERVICES
A ISR RS TS M) IR0 HE TR IO 41

STATE OF MISSOURI

DEPARTMENT OF HEALTH AND SENIGR SERVICES
BREATH ALCOHOL PROGRAM

INSTRUMENT OPERATOR CARD

The nomed cargho'ose s aulbahized 1o sperali an awdtental reath afcohot
wistiutkent for tha defernnaton of tho alcohalc conlent in breath formn of expeed air
1 AAssou

B AR AR

Operator  DICUS. DANIAL
Permit No 240161
Date Issued 1/22/2014  Date Expires 4/22/2018




